PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Avery Instrument Location: Banner Elk PD

Instrument Serial No.: 008724

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass";
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12 day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

AVERY COUNTY BANNER ELK PD 050

Serial Number: 008724
Test Date: 11/12/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Burnette, Anthony J
Permit Number: 0018-4401
Effective:
10/01/2020-10/01/2022

Officer's Name: NONE,
Type of Agency: FTA
Agencies: DHHS
Test Type: Breath Test

Lot Number: AG920301
Exp Date: 07/21/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>4:34pm</td>
</tr>
<tr>
<td>AIR ELK</td>
<td>.00</td>
<td>4:35pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>4:36pm</td>
</tr>
<tr>
<td>AIR ELK</td>
<td>.00</td>
<td>4:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:37pm</td>
</tr>
<tr>
<td>AIR ELK</td>
<td>.00</td>
<td>4:38pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:40pm</td>
</tr>
<tr>
<td>AIR ELK</td>
<td>.00</td>
<td>4:41pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

AVERY COUNTY BANNER ELK PD 050

Serial Number: 008724    Test Record Number: 636
Test Date: 11/12/2020    Test Time: 4:43pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:44pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:44pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:44pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:44pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Beaufort
Instrument Location: Belhaven PD
Instrument Serial No.: 08928
125 W. Main St., Belhaven NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ___ day of ___________ 20___ the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number: [643]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BEAUFORT COUNTY BELHAVEN PD 060

Serial Number: 008928
Test Date: 11/12/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Guard, Kelly G
Permit Number: 0037-7722
Effective: 09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902201
Exp Date: 01/22/2021

Test    g/210L    Time
DIAG    Pass    10:42am
AIR BLK .00    10:43am
ACCY CHK .08    10:44am
AIR BLK .00    10:45am
SUB TEST .00    10:45am
AIR BLK .00    10:46am
SUB TEST .00    10:48am
AIR BLK .00    10:49am

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**BEAUFORT COUNTY BELHAVEN PD 060**

Serial Number: 008928  Test Record Number: 435  
Test Date: 11/12/2020  Test Time: 10:50am EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

*This form is used when performing Preventive Maintenance procedures*  
*Forensic Tests for Alcohol Branch*  
*Department of Health and Human Services*  
*Rev. 12/2007*
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the **26** day of **November**, 2022, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.
Intox EC/IR-II: Subject Test

BLADEN COUNTY BAT MOBILE UNIT 5 080

Serial Number: 008826
Test Date: 11/26/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Todd, Shane C
Permit Number: 0035-4789
Effective:
10/06/2020-10/06/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG934303
Exp Date: 12/09/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:14pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:16pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:17pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:19pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Bleden Instrument Location Bleden County

Instrument Serial No. 008818

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of November 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]  [Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BLADEX COUNTY DETENTION CENTER 080

Serial Number: 008818
Test Date: 11/12/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Ryan, Robert F
Permit Number: 0084-5023
Effective:
07/31/2020-07/31/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:17pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:18pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:20pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BLADEN COUNTY DETENTION CENTER 080

Serial Number: 008818    Test Record Number: 1686
Test Date: 11/12/2020    Test Time: 2:24pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Bladen                Instrument Location: Bladen County

Instrument Serial No.: 008894                Detention Center

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BLADEN COUNTY DETENTION CENTER 080

Serial Number: 008894
Test Date: 11/12/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Ryan, Robert F
Permit Number: 0084-5023
Effective:
07/31/2020-07/31/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG911501
Exp Date: 04/25/2021

Test          g/210L  Time
DIAG          Pass   2:17pm
AIR BLK       .00    2:18pm
ACCY CHK      .08    2:19pm
AIR BLK       .00    2:20pm
SUB TEST      .00    2:21pm
AIR BLK       .00    2:22pm
SUB TEST      .00    2:23pm
AIR BLK       .00    2:24pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BLADEN COUNTY DETENTION CENTER 080

Serial Number: 008894    Test Record Number: 1265
Test Date: 11/12/2020    Test Time: 2:25pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:26pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:26pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Brunswick
Instrument Location: Brunswick County
Instrument Serial No: 008585

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of “Pass”; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of November 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number: 670

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY DETENTION CENTER 090

Serial Number: 008585
Test Date: 11/12/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Ryan, Robert F
Permit Number: 0084-5023
Effective:
07/31/2020-07/31/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:51am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:52am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:53am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:54am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:55am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:56am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:57am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BRUNSWICK COUNTY DETENTION CENTER 090

Serial Number: 008585    Test Record Number: 4511
Test Date: 11/12/2020    Test Time: 11:58am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Brunswick Instrument Location Brunswick County
Instrument Serial No. 008602 Detention Center

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of November, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]
Certificate Number 670

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY DETENTION CENTER 090

Serial Number: 008602
Test Date: 11/12/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Ryan, Robert F
Permit Number: 0084-5023
Effective:
07/31/2020-07/31/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:50am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:51am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:51am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:52am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:53am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:54am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:55am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BRUNSWICK COUNTY DETENTION CENTER 090

Serial Number: 008602    Test Record Number: 4782
Test Date: 11/12/2020    Test Time: 11:57am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County        Brunswick
Instrument Location Brunswick County
Instrument Serial No. 008917

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of “Pass”; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 25th day of November 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 670

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY DETENTION CENTER 300

Serial Number: 008917
Test Date: 11/25/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Ryan, Robert F
Permit Number: 0084-5023
Effective: 07/31/2020-07/31/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

Test | g/210L | Time
--- | --- | ---
DIAG | Pass | 1:12pm
AIR BLK | .00 | 1:13pm
ACCY CHK | .07 | 1:14pm
AIR BLK | .00 | 1:15pm
SUB TEST | .00 | 1:16pm
AIR BLK | .00 | 1:16pm
SUB TEST | .00 | 1:18pm
AIR BLK | .00 | 1:19pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Buncombe Instrument Location Buncombe County Jail

Instrument Serial No. 003697 
Ashville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 9th day of November 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**Intox EC/IR-II: Subject Test**

**BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL**

100

**Serial Number:** 008697  
**Test Date:** 11/09/2020

**Citation Number:** M0000000-0  
**Subject's Name:** PREVENTIVE, MAINTENANCE  
**Subject's Date of Birth:** 11/11/1911  
**Subject's Sex:** Male  
**Driver's License State:** XX  
**Driver's License Number:** Unknown

**Analyst's Name:** Loftis, Benjamin C  
** Permit Number:** 0024-4987  
**Effective:** 09/17/2020-09/17/2022

**Officer's Name:** NONE, NONE  
**Type of Agency:** FTA  
**Agency:** DHHS  
**Test Type:** Breath Test

**Lot Number:** AG933901  
**Exp Date:** 12/05/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:33am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:33am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:34am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:35am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:36am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:37am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:38am</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL 100**

Serial Number: 008697    Test Record Number: 3904  
Test Date: 11/09/2020    Test Time: 11:39am EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:39am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:39am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Buncombe
Instrument Location: Buncombe County Jail, Asheville, NC
Instrument Serial No.: 008748

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass";

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 9th day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number: 668

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL 100

Serial Number: 008748
Test Date: 11/09/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
Permit Number: 0024-4987
Effective:
09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933703
Exp Date: 12/03/2021

Test g/210L Time
DIAG Pass 11:48am
AIR BLK .00 11:49am
ACCY CHK .07 11:50am
AIR BLK .00 11:50am
SUB TEST .00 11:51am
AIR BLK .00 11:52am
SUB TEST .00 11:54am
AIR BLK .00 11:55am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:57am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:57am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Buncombe Instrument Location Buncombe County Jail

Instrument Serial No. 008798 Asheville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 9th day of November, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL
100

Serial Number: 008798
Test Date: 11/09/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
Permit Number: 0024-4987
Effective:
09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:57am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:58am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:58am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:59am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:00pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:01pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:02pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL 100**

Serial Number: 008798    Test Record Number: 5566
Test Date: 11/09/2020    Test Time: 12:05pm EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:07pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:07pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Buncombe Instrument Location: Bun Mobile Unit 2
Instrument Serial No. 008970 Buncombe Co 52

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12 day of November 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BUNCOMBE COUNTY BAT MOBILE UNIT 02 100

Serial Number: 008970
Test Date: 11/13/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Towery, Chad V
Permit Number: 0035-5630
Effective:
09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902201
Exp Date: 01/22/2021

Test  g/210L  Time
---  ------  -----
DIAG  Pass  8:05pm
AIR BLK  .00  8:06pm
ACCY CHK  .08  8:06pm
AIR BLK  .00  8:07pm
SUB TEST  .00  8:08pm
AIR BLK  .00  8:09pm
SUB TEST  .00  8:10pm
AIR BLK  .00  8:11pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BUNCOMBE COUNTY BAT MOBILE UNIT 02 100

Serial Number: 008970  Test Record Number: 777
Test Date: 11/13/2020  Test Time: 8:12pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:14pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:14pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

[Signature]
Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Buncombe
Instrument Location: Buncombe Mobile Unit 2

Instrument Serial No: 004970

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 4th day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BUNCOMBE COUNTY BAT MOBILE UNIT 02 100

Serial Number: 008970
Test Date: 11/04/2020

Citation Number: MO000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Towery, Chad V
Permit Number: 0035-5630
Effective:
09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902201
Exp Date: 01/22/2021

Test | g/210L | Time
--- | --- | ---
DIAG | Pass | 7:34pm
AIR BLK | .00 | 7:35pm
ACCY CHK | .08 | 7:36pm
AIR BLK | .00 | 7:37pm
SUB TEST | .00 | 7:38pm
AIR BLK | .00 | 7:39pm
SUB TEST | .00 | 7:40pm
AIR BLK | .00 | 7:41pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**BUNCOMBE COUNTY BAT MOBILE UNIT 02 100**

| Serial Number: 008970 | Test Record Number: 775 |
| Test Date: 11/04/2020 | Test Time: 7:42pm EST |

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:43pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:43pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:43pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:43pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

**Status:** Pass

__Analysis__

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Buncombe  Instrument Location: Bat Mobile Unit 2
Instrument Serial No.: 008473
Bunco-ce Co 50

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BUNCOMBE COUNTY BAT MOBILE UNIT 02 100

Serial Number: 008973
Test Date: 11/13/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Towery, Chad V
Permit Number: 0035-5630
Effective: 09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902201
Exp Date: 01/22/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:08pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>8:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:09pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:11pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:12pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:13pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BUNCOMBE COUNTY BAT MOBILE UNIT 02  100

Serial Number: 008973    Test Record Number: 850
Test Date: 11/13/2020    Test Time: 8:14pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:14pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:14pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:14pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>8:15pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:15pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:15pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:15pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:15pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:15pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:15pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:15pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:15pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Buncombe Instrument Location Bath Mobile Unit 2

Instrument Serial No. 008973 Buncombe CO 50

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __ day of November, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

BUNCOMBE COUNTY BAT MOBILE UNIT 02
100

Serial Number: 008973
Test Date: 11/04/2020

Citation Number: M0000000-0
Subject's Name: 
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Towery, Chad V
Permit Number: 0035-5630
Effective:
09/15/2020-09/15/2022

Officer’s Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG802201
Exp Date: 01/22/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>7:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:35pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>7:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:36pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:40pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BUNCOMBE COUNTY BAT MOBILE UNIT 02 100

Serial Number: 008973  Test Record Number: 846
Test Date: 11/04/2020  Test Time: 7:41pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:42pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County __Cabarrus__ Instrument Location __Cabarrus County 30__

Instrument Serial No. __008625__ __30 Corbin Ave, Concord__

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ___19__ day of __November__ 20__ the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official ____________________________

Certificate Number __656__

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

CABARRUS COUNTY CABARRUS COUNTY SO 120

Serial Number: 008625
Test Date: 11/19/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective: 10/13/2020-10/13/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902106
Exp Date: 01/21/2021

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>7:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:09pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>7:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:11pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:11pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:12pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:15pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CABARRUS COUNTY CABARRUS COUNTY SO 120

Serial Number: 008625 Test Record Number: 5580
Test Date: 11/19/2020 Test Time: 7:16pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:16pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:16pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:16pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>7:16pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:16pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:16pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:16pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:16pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Cabarrus
Instrument Location: Cabarrus County SO
Instrument Serial No: 008742
30 Carbon Ave, Concord

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19th day of November 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**Intox EC/IR-II: Subject Test**

**CABARRUS COUNTY CABARRUS COUNTY SO 120**

Serial Number: 008792  
Test Date: 11/19/2020

Citation Number: M0000000-0  
Subject's Name:  
PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E  
Permit Number: 0035-6075  
Effective:  
10/13/2020-10/13/2022

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG919901  
Exp Date: 07/18/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>7:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:11pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>7:11pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:12pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:14pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:16pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
<tr>
<td>PC</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PCT</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:17pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:18pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:18pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:18pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:18pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures for Forensic Tests for Alcohol Branch. It is issued by the Department of Health and Human Services, with the most recent revision as of 12/2007.
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD INTOXIMETERS, MODEL INTOX EC/IR II

County Cabarrus Instrument Location Kannapolis PD

Instrument Serial No. 008910 401 Laurette Way, Kannapolis

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 1916 day of November, 2020, the foregoing preventive maintenance procedures were performed on the Instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: [Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CABARRUS COUNTY KANNAPOLIS PD 120

Serial Number: 008910
Test Date: 11/19/2020

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective:
10/13/2020-10/13/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test | g/210L | Time
-----|--------|-----
DIAG | Pass   | 8:17 pm
AIR BLK | .00 | 8:18 pm
ACCY CHK | .08 | 8:18 pm
AIR BLK | .00 | 8:19 pm
SUB TEST | .00 | 8:20 pm
AIR BLK | .00 | 8:21 pm
SUB TEST | .00 | 8:22 pm
AIR BLK | .00 | 8:23 pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CABARRUS COUNTY KANNAPOLIS PD 120

Serial Number: 008910    Test Record Number: 1148
Test Date: 11/19/2020    Test Time: 8:24pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>8:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:25pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:25pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:25pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:25pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Caswell
Instrument Location: Caswell Co. District Ctr

Instrument Serial No.: 008573

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass";
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

CASWELL COUNTY DETENTION CENTER 160

Serial Number: 008593
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Simon S
Permit Number: 0014-6221
Effective:
09/01/2020-09/01/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919902
Exp Date: 07/18/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:16pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:17pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:19pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:21pm</td>
</tr>
</tbody>
</table>

Reported AG: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CASWELL COUNTY DETENTION CENTER 160

Serial Number: 008593  Test Record Number: 1848
Test Date: 11/24/2020  Test Time: 12:22pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Catawba Instrument Location Catawba County 30

Instrument Serial No. 008687 100 B. Southwest Blvd Newton

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 650

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

CATAMBA COUNTY CATAMBA COUNTY SO 170

Serial Number: 008687
Test Date: 11/30/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective:
10/13/2020-10/13/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933901
Exp Date: 12/05/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:43pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:44pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:45pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:46pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:47pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:48pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of NOVEMBER, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

CHATHAM COUNTY DETENTION CENTER 180

Serial Number: 008591
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Galloway, Charles L
Permit Number: 0023-9771
Effective:
09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG934001
Exp Date: 12/06/2021

Test  g/210L  Time
    DIAG  Pass  6:05pm
    AIR BLK .00  6:06pm
    ACCY CHK .08  6:07pm
    AIR BLK .00  6:08pm
    SUB TEST .00  6:08pm
    AIR BLK .00  6:09pm
    SUB TEST .00  6:11pm
    AIR BLK .00  6:12pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CHATHAM COUNTY DETENTION CENTER 180

Serial Number: 008591  Test Record Number: 2461
Test Date: 11/24/2020  Test Time: 6:15pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCIR</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>6:17pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>6:17pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of NOVEMBER, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

CHATHAM COUNTY SILER CITY PD 180

Serial Number: 008811
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Galloway, Charles L
Permit Number: 0023-9771
Effective:
09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG911501
Exp Date: 04/25/2021

Test g/210L Time
DIAG Pass 4:42pm
AIR BLK .00 4:44pm
ACCY CHK .08 4:45pm
AIR BLK .00 4:45pm
SUB TEST .00 4:46pm
AIR BLK .00 4:47pm
SUB TEST .00 4:48pm
AIR BLK .00 4:49pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CHATHAM COUNTY SILER CITY PD 180

Serial Number: 008811 Test Record Number: 1461
Test Date: 11/24/2020 Test Time: 4:52pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
</tr>
<tr>
<td>SRC</td>
</tr>
<tr>
<td>DET</td>
</tr>
<tr>
<td>BAR</td>
</tr>
<tr>
<td>BT</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>Pass</td>
<td>4:52pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
</tr>
<tr>
<td>CAL</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>Pass</td>
<td>4:53pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Chowan Instrument Location Chowan Public Safety Center

Instrument Serial No. 005895 305 Freemason St, Edenton, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17th day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 647

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

CHOWAN COUNTY PUBLIC SAFETY CENTER 200

Serial Number: 008895
Test Date: 11/17/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Keesler, Linda A
Permit Number: 0045-5468
Effective:
09/16/2020-09/16/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933703
Exp Date: 12/03/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:57pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:58pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:59pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:59pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:00pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:02pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:03pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CHOWAN COUNTY PUBLIC SAFETY CENTER 200

Serial Number: 008895    Test Record Number: 1002
Test Date: 11/17/2020    Test Time: 2:03pm EST

System Check: Passed
Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:04pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:04pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:04pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>2:04pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:04pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:04pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:04pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:04pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:04pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13th day of November, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**Intox EC/IR-II: Subject Test**

CLEVELAND COUNTY CLEVELAND SO-ANNEX 220

Serial Number: 008887
Test Date: 11/13/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective:
07/09/2019-07/09/2021

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933901
Exp Date: 12/05/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:09pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>8:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:10pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:11pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:12pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:14pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

**Signature of Chemical Analyst**

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CLEVELAND COUNTY CLEVELAND SO-ANNEX 220

Serial Number: 008887  Test Record Number: 3323
Test Date: 11/13/2020  Test Time: 8:15pm EST

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:16pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:16pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:16pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>8:16pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:16pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:16pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:16pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:16pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:16pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Cleveland
Instrument Location: Cleveland County Sci Annex
Instrument Serial No: 008943

407 McBrayer St, Shelby

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13th day of November, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

CLEVELAND COUNTY CLEVELAND SO-ANNEX
220

Serial Number: 008893
Test Date: 11/13/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective: 07/09/2019-07/09/2021

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test   g/210L  Time
DIAG   Pass   8:23pm
AIR BLK .00  8:24pm
ACCCY CHK .08  8:25pm
AIR BLK .00  8:26pm
SUB TEST .00  8:26pm
AIR BLK .00  8:27pm
SUB TEST .00  8:29pm
AIR BLK .00  8:30pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CLEVELAND COUNTY CLEVELAND SO-ANNEX 220

Serial Number: 008893  Test Record Number: 1738
Test Date: 11/13/2020  Test Time: 8:31pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:31pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:31pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:31pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>8:31pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:31pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:31pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:31pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:31pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:32pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:32pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:32pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:32pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13th day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

CLEVELAND COUNTY KINGS MOUNTAIN PD 220

Serial Number: 008900
Test Date: 11/13/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective: 07/09/2019-07/09/2021

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test g/210L Time
DIAG Pass 4:44pm
AIR BLK 0.00 4:45pm
ACCY CHK 0.08 4:46pm
AIR BLK 0.00 4:47pm
SUB TEST 0.00 4:48pm
AIR BLK 0.00 4:49pm
SUB TEST 0.00 4:50pm
AIR BLK 0.00 4:51pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

-----

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### System Check: Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:52pm</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst

J. E. [Signature]
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: CRAVEN
Instrument Location: CRAVEN COUNTY

Instrument Serial No. 008732

DETENTION CENTER

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13 day of NOVEMBER 20, 20 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test
CRAVEN COUNTY DETENTION CENTER 240

Serial Number: 008732
Test Date: 11/13/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Alvin R
Permit Number: 0014-6279
Effective: 10/09/2020-10/09/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:44pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:44pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>2:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:46pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:47pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:47pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:49pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:50pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CRAVEN COUNTY DETENTION CENTER 240

Serial Number: 008732    Test Record Number: 2500
Test Date: 11/13/2020    Test Time: 2:50pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Currituck  Instrument Location: Currituck C&S - Corolla
Instrument Serial No.: 008949  1128 Oxford, Corolla, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28th day of November, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

CURRITUCK COUNTY SO-COROLLA 260

Serial Number: 008949
Test Date: 11/23/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Keesler, Linda A
Permit Number: 0045-5465
Effective: 09/16/2020-09/16/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:44pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:46pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:46pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:47pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:49pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:50pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CURRITUCK COUNTY SO-COROLLA 260

Serial Number: 008949   Test Record Number: 566   Test Date: 11/23/2020   Test Time: 1:50pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II and  
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)  

County: [County Name]  
Instrument Location: [Instrument Location]  
Instrument Serial No.: 008807  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 16th day of November, 2022, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

DARE COUNTY DARE CO SO HATTERAS 270

Serial Number: 008807
Test Date: 11/16/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Guard, Kelly G
Permit Number: 0037-7722
Effective: 09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test  g/210L  Time
DIAG   Pass   8:46am
AIR BLK  .00  8:47am
ACCY CHK .07  8:47am
AIR BLK  .00  8:49am
SUB TEST .00  8:49am
AIR BLK  .00  8:50am
SUB TEST .00  8:52am
AIR BLK  .00  8:53am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**DARE COUNTY DARE CO SO HATTERAS 270**

<table>
<thead>
<tr>
<th>Serial Number</th>
<th>008807</th>
<th>Test Record Number</th>
<th>1203</th>
</tr>
</thead>
<tbody>
<tr>
<td>Test Date</td>
<td>11/16/2020</td>
<td>Test Time</td>
<td>8:54am EST</td>
</tr>
</tbody>
</table>

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:54am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:54am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:54am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>8:54am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:54am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:54am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:54am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:54am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:55am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:55am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:55am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:55am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: DARE  Instrument Location: Kill Devil Hills, N.C.
Instrument Serial No.: 008854

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

DARE COUNTY KILL DEVIL HILLS PD 270

Serial Number: 008844
Test Date: 11/23/2020

Citation Number: M00000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Keesler, Linda A
Permit Number: 0045-5468
Effective:
09/16/2020-09/16/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:30pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:32pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:32pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:33pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:36pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

DARE COUNTY KILL DEVIL HILLS PD 270

Serial Number: 008844    Test Record Number: 2449
Test Date: 11/23/2020    Test Time: 12:36pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:36pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:36pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:38pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:38pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County DAVIDSON Instrument Location THOMASVILLE

Instrument Serial No. 008672 POLICE DEPARTMENT

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of NOVEMBER, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

DAVIDSON COUNTY THOMASVILLE PD 280

Serial Number: 008872
Test Date: 11/12/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Oligmueller Jr., Leo A
Permit Number: 0035-3799
Effective:
08/04/2020-08/04/2022

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919901
Exp Date: 07/18/2021

Test  g/210L  Time
DIAG  Pass  11:52am
AIR BLK .00  11:53am
ACCY CHK .07  11:54am
AIR BLK .00  11:55am
SUB TEST .00  11:55am
AIR BLK .00  11:56am
SUB TEST .00  11:58am
AIR BLK .00  11:59am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:00pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:00pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
<tr>
<td>BAP</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Durham
Instrument Location: Durham Co Jail

Instrument Serial No: 009859

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24 day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**Intox EC/IR-II: Subject Test**

**DURHAM COUNTY DURHAM COUNTY JAIL 310**

- **Serial Number:** 008859  
- **Test Date:** 11/24/2020

**Citation Number:** M0000000-0  
**Subject's Name:** PREVENTIVE, MAINTENANCE  
**Subject's Date of Birth:** 11/11/1911  
**Subject's Sex:** Male  
**Driver's License State:** XX  
**Driver's License Number:** NONE

**Analyst's Name:** Barnes, Simon S  
**Permit Number:** 0014-6221  
**Effective:** 09/01/2020-09/01/2022

**Officer's Name:** NONE, NONE  
**Type of Agency:** FTA  
**Agency:** DHHS  
**Test Type:** Breath Test

**Lot Number:** AG933703  
**Exp Date:** 12/03/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:39pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:41pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:42pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:44pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:45pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

---

**Court CVR**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

DURHAM COUNTY DURHAM COUNTY JAIL 310

Serial Number: 008859    Test Record Number: 2471
Test Date: 11/24/2020    Test Time: 3:46pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:46pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:46pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:46pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>3:46pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:46pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:46pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:46pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:46pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIP</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Durham Instrument Location Durham Co Jail

Instrument Serial No. 005878

219 S Magnolia St Durham NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

DURHAM COUNTY DURHAM COUNTY JAIL 310

Serial Number: 008878
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Simon S
Permit Number: 0014-6221
Effective:
09/01/2020-09/01/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHSS
Test Type: Breath Test

Lot Number: AG933703
Exp Date: 12/03/2021

Test | g/210L | Time
--- | --- | ---
DIAG | Pass | 3:41pm
AIR BLK | .00 | 3:41pm
ACCCY CHK | .08 | 3:42pm
AIR BLK | .00 | 3:43pm
SUB TEST | .00 | 3:43pm
AIR BLK | .00 | 3:44pm
SUB TEST | .00 | 3:45pm
AIR BLK | .00 | 3:47pm

Reported g/210L: .08

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCO</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
<tr>
<td>DTS</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:50pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:50pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:50pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:50pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analist

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Durham Instrument Location Durham Co, July 20

Instrument Serial No. 008141 318 N Magnolia St Durham NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 21st day of November, 2007, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]  [Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

DURHAM COUNTY DURHAM COUNTY JAIL 310

Serial Number: 008891
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Simon S
Permit Number: 0014-6221
Effective:
09/01/2020-09/01/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933703
Exp Date: 12/03/2021

Test g/210L Time
DIAG Pass 3:40pm
AIR BLK .00 3:40pm
ACCY CHK .08 3:41pm
AIR BLK .00 3:42pm
SUB TEST .00 3:42pm
AIR BLK .00 3:43pm
SUB TEST .00 3:45pm
AIR BLK .00 3:46pm

Reported g/210L .00

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

DURHAM COUNTY DURHAM COUNTY JAIL 310

Serial Number: 008891  Test Record Number: 4292
Test Date: 11/24/2020  Test Time: 3:47pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 669

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHIS 4080 (04/20)
Intox EC/IR-II: Subject Test

FORSYTH COUNTY FORSYTH CO DETENTION 330

Serial Number: 008583
Test Date: 11/30/2020

Citation Number: M0000000-0
Subject’s Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst’s Name: Oligmueller Jr., Leo A
Permit Number: 0035-3799
Effective:
08/04/2020-08/04/2022

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018202
Exp Date: 06/30/2022

Test g/210L Time

DIAG Pass 1:11pm
AIR BLK .00 1:12pm
ACCY CHK .08 1:13pm
AIR BLK .00 1:14pm
SUB TEST .00 1:14pm
AIR BLK .00 1:15pm
SUB TEST .00 1:17pm
AIR BLK .00 1:17pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of NOVEMBER, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**Intox EC/IR-II: Subject Test**

**FORSYTH COUNTY KERNERSVILLE PD 330**

- **Serial Number:** 008650
- **Test Date:** 11/12/2020

**Citation Number:** M0000000-0

- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

**Analyst's Name:** Oligmueller Jr., Leo A

- **Permit Number:** 0035-3799
- **Effective:** 08/04/2020-08/04/2022

**Officer's Name:** NONE,

- **Type of Agency:** FTA
- **Agency:** DHHS
- **Test Type:** Breath Test

**Lot Number:** AG933901

- **Exp Date:** 12/05/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:21pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:23pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:24pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:27pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

Court CVR

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

FORSYTH COUNTY KERNERSVILLE PD 330

Serial Number: 008650 Test Record Number: 1670
Test Date: 11/12/2020 Test Time: 2:28pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County FORSYTH Instrument Location FORSYTH CO. DETENTION

Instrument Serial No. 008659 WINSTON-SALEM, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of NOVEMBER, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

FORSYTH COUNTY FORSYTH CO DETENTION
330

Serial Number: 008659
Test Date: 11/30/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Oligmueller Jr., Leo A
Permit Number: 0035-3799
Effective:
08/04/2020-08/04/2022

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919902
Exp Date: 07/18/2021

Test g/210L Time

DIAG Pass 1:28pm
AIR BLK .00 1:29pm
ACCY CHK .08 1:30pm
AIR BLK .00 1:31pm
SUB TEST .00 1:31pm
AIR BLK .00 1:32pm
SUB TEST .00 1:34pm
AIR BLK .00 1:34pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
## Intox EC/IR-II: Preventive Maintenance

**FORSYTH COUNTY FORSYTH CO DETENTION 330**

Serial Number: 008659  Test Record Number: 5575  
Test Date: 11/30/2020  Test Time: 1:47pm EST

**System Check: Passed**

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Forsyth Instrument Location: Forsyth Co. Detention

Instrument Serial No: 008925 Winston-Salem, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 669

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

FORSYTH COUNTY FORSYTH CO DETENTION
330

Serial Number: 008925
Test Date: 11/30/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Oligmueller Jr., Leo A
Permit Number: 0035-3799
Effective:
08/04/2020-08/04/2022

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933901
Exp Date: 12/05/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG Pass</td>
<td></td>
<td>1:28pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>1:28pm</td>
</tr>
<tr>
<td>ACCY CHK .08</td>
<td></td>
<td>1:29pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>1:30pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>1:31pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>1:32pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>1:33pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>1:34pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

FORSYTH COUNTY FORSYTH CO DETENTION 330

Serial Number: 008925    Test Record Number: 3451
Test Date: 11/30/2020    Test Time: 1:34pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:36pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:36pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:36pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:36pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Gaston Instrument Location Gaston County Sheriff's Office
Instrument Serial No. 009002 Gastonia, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of “Pass”;

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 7 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

668
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

GASTON COUNTY GASTON COUNTY SO 350

Serial Number: 008002
Test Date: 11/07/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
Permit Number: 0024-4987
Effective:
09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:14pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:16pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:17pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:19pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GASTON COUNTY GASTON COUNTY SO 350

Serial Number: 008002    Test Record Number: 564
Test Date: 11/07/2020    Test Time: 2:20pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Gaston  Instrument Location: Mt Holly PD
Instrument Serial No: 008733

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcohol Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GASTON COUNTY MT. HOLLY PD 350

Serial Number: 008733
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective:
10/13/2020-10/13/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904301
Exp Date: 02/12/2021

Test  g/210L  Time

DIAG  Pass  9:52am
AIR BLK  .00  9:53am
ACCY CHK  .08  9:54am
AIR BLK  .00  9:55am
SUB TEST  .00  9:56am
AIR BLK  .00  9:57am
SUB TEST  .00  9:58am
AIR BLK  .00  9:59am

Reported AC:  .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**GASTON COUNTY MT. HOLLY PD 350**

Serial Number: 008733  Test Record Number: 1248  
Test Date: 11/24/2020  Test Time: 10:00am EST

**System Check: Passed**

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:01am</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:01am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:01am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:01am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:01am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:01am</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:01am</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:01am</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:02am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:02am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

**Status: Pass**

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: GATES Instrument Location: GATES CO. S.O.

Instrument Serial No.: 008884 202 COURT ST., GATESWILK, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

GATES COUNTY GATES CO SO 360

Serial Number: 008884
Test Date: 11/12/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Keesler, Linda A
Permit Number: 0045-5468
Effective: 09/16/2020-09/16/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test g/210L Time

DIAG Pass 12:21pm
AIR BLK .00 12:22pm
ACCY CHK .07 12:22pm
AIR BLK .00 12:23pm
SUB TEST .00 12:24pm
AIR BLK .00 12:25pm
SUB TEST .00 12:27pm
AIR BLK .00 12:27pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GATES COUNTY GATES CO SO 360

Serial Number: 008884  Test Record Number: 976
Test Date: 11/12/2020  Test Time: 12:30pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Granville Instrument Location: [location]
Instrument Serial No: 05691 Instrument Location: [location]

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24 day of December, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

GRANVILLE COUNTY CREEKMOOR PD 380

Serial Number: 008641
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Bryant Jr., Earl A
Permit Number: 0017-9707
Effective: 09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919902
Exp Date: 07/18/2021

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>4:29pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:29pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>4:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:31pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:32pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:35pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### System Check: Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:35pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:35pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:36pm</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>4:36pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:36pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:36pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:36pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:36pm</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:36pm</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:36pm</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:37pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:37pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status**: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County_Granville___ Instrument Location_Oxford PD_____


The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

GRANVILLE COUNTY OXFORD PD 380

Serial Number: 008923
Test Date: 11/20/2020

Citation Number: MU000000-0
Subject's Name: PREVENTIVE MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Simon S
Permit Number: 0014-6221
Effective: 09/01/2020-09/01/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018401
Exp Date: 07/02/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:41am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:42am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:43am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:44am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:45am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:47am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:47am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**GRANVILLE COUNTY OXFORD PD 380**

Serial Number: 008923    Test Record Number: 2486
Test Date: 11/20/2020    Test Time: 10:49am EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status: Pass**

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Guilford Instrument Location BAT Mobile Unit 12

Instrument Serial No. 008600 Greensboro

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 15th day of November, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Preventive Maintenance

GUILFORD COUNTY BAT MOBILE 12 400

Serial Number: 008605  Test Record Number: 0037
Test Date: 11/16/2020  Test Time: 10:50am EST

System Check: Passed

Baseline Tests
Test  Status  Time
IR    Pass    10:51am
FLO   Pass    10:51am
EC    Pass    10:51am

Temperature Tests
Test  Status  Time
FC1   Pass    10:51am
SRC   Pass    10:51am
DET   Pass    10:51am
BAR   Pass    10:51am
BT    Pass    10:51am

Blank Tests
Test  Status  Time
AIR   Pass    10:51am

Printer Tests
Test  Status  Time
PRNT  Pass    10:51am

CRC Tests
Test  Status  Time
COMP  Pass    10:52am
CAL   Pass    10:52am

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

GUILFORD COUNTY BAT MOBILE 12 400

Serial Number: 003600
Test Date: 11/16/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Anderson, Mark G
Permit Number: 0013-1517
Effective:
09/10/2020-03/10/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919002
Exp Date: 07/18/2021

Test g/210L Time

<table>
<thead>
<tr>
<th>Test Type</th>
<th>Value</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:43am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:44am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:44am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:45am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.20</td>
<td>10:46am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:48am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.20</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County    Guilford    Instrument Location    UNC - Greensboro

Instrument Serial No. 008604    Police Department

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of “Pass”; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 25th day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

GUILFORD COUNTY UNC-G POLICE DEPT 400

Serial Number: 008604
Test Date: 11/25/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Cligmueller Jr., Leo A
Permit Number: 0035-3799
Effective:
08/04/2020-08/04/2022

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933703
Exp Date: 12/03/2021

Test       g/210L  Time
DIAG       Pass   12:06pm
AIR BLK    .00    12:07pm
ACCY CHK   .08    12:08pm
AIR BLK    .00    12:09pm
SUB TEST   .00    12:10pm
AIR BLK    .00    12:11pm
SUB TEST   .00    12:12pm
AIR BLK    .00    12:13pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County_________GUILFORD_________ Instrument Location_________GREENSBORO_________

Instrument Serial No._________008725_________

POLICE DEPARTMENT

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 25th day of November, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

GUILFORD COUNTY GREENSBORO PD 400

Serial Number: 008725
Test Date: 11/25/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Oligmueller Jr., Leo A
Permit Number: 0035-3799
Effective:
08/04/2020-08/04/2022

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG320301
Exp Date: 07/22/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:41pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:42pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:43pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:44pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:46pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:47pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**GUILFORD COUNTY GREENSBORO PD 400**

Serial Number: 008725    Test Record Number: 4612
Test Date: 11/25/2020    Test Time: 12:49pm EST

System Check: *Passed*

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: *Pass*

---

*This form is used when performing Preventive Maintenance procedures*

*Forensic Tests for Alcohol Branch*

*Department of Health and Human Services*

*Rev. 12/2007*
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Guilford  Instrument Location: Batmobile Unit 8
Instrument Serial No: 003929  UNC-G PD

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12 day of November 20XX, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Preventive Maintenance

GUILFORD BAT MOBILE UNIT & 400

Serial Number: 008929  Test Record Number: 1110
Test Date: 11/12/2020  Test Time: 9:27pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:29pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:29pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:29pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:29pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
Intox EC/IR-II: Subject Test

GUILFORD BAT MOBILE UNIT 8 400

Serial Number: 008929
Test Date: 11/12/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Female
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SKINNER, TONYA B
Permit Number: 13651B
Effective:
06/01/2019-06/01/2021

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018202
Exp Date: 06/30/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:16pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:18pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>9:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:19pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:21pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:25pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County ___________________________ Instrument Location ___________________________

Instrument Serial No. 008425 ___________________________ Report Date ________________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official ___________________________ Certificate Number 671

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

HALIFAX CO ROANOKE RAPIDS PD 410

Serial Number: 008635
Test Date: 11/23/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE N
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: Unknown

Analyst's Name: Bryant Jr., Earl A

Permit Number: 0017-9707
Effective: 09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018401
Exp Date: 07/02/2022

Test g/210L Time
DIAG Pass 10:50am
AIR BLK .00 10:50am
ACCY CHK .08 10:51am
AIR BLK .00 10:52am
SUB TEST .00 10:52am
AIR BLK .00 10:53am
SUB TEST .00 10:55am
AIR BLK .00 10:56am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HALIFAX CO ROANOKE RAPIDS PD 410

Serial Number: 008635    Test Record Number: 1804
Test Date: 11/23/2020    Test Time: 11:03am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County ___________________ Instrument Location ______________________

Instrument Serial No. 00 30 56 10/10 __________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of __________, 20__, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official ____________________________ Certificate Number ________

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

HALIFAX CO. ROANOKE RAPIDS PD 410

Serial Number: 008656
Test Date: 11/23/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Bryant Jr., Earl A
Permit Number: 0017-9707
Effective:
09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018401
Exp Date: 07/02/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:07am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:07am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:08am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:09am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:10am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:11am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:12am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HALIFAX CO. ROANOKE RAPIDS PD 410

Serial Number: 008656      Test Record Number: 709
Test Date: 11/23/2020      Test Time: 10:15am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:16am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:16am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:16am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:16am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:16am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:16am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:16am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:16am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:16am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: [Redacted]          Instrument Location: [Redacted]
Instrument Serial No.: 007695          [Redacted]

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
(2) Verify instrument displays time and date;
(3) Initiate breath test sequence;
(4) Enter information as prompted;
(5) Verify instrument accuracy;
(6) When "PLEASE BLOW" appears, collect breath sample;
(7) When "PLEASE BLOW" appears, collect breath sample;
(8) Print test record;
(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and
(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 22 day of November, 20[Redacted], the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

HALIFAX CO. HALIFAX CO 80 410

Serial Number: 008695
Test Date: 11/23/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Bryant Jr., Earl A
Permit Number: 0017-9707
Effective:
09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: ETA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG911501
Exp Date: 04/25/2021

Test g/210L Time
DIAG Pass 3:49pm
AIR BLK .00 3:50pm
ACCY CHK .08 3:51pm
AIR BLK .00 3:52pm
SUB TEST .00 3:52pm
AIR BLK .00 3:53pm
SUB TEST .00 3:54pm
AIR BLK .00 3:55pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HALIFAX CO. HALIFAX CO SO 410

Serial Number: 008695  Test Record Number: 3022
Test Date: 11/23/2020  Test Time: 4:04pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:04pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:04pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the _14_ day of _November_ , _2020_ the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

HYDE COUNTY HYDE CO SO OCRACOKE 470

Serial Number: 008797
Test Date: 11/16/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Guard, Kelly G
Permit Number: 0037-7722
Effective: 09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG911501
Exp Date: 04/25/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>Result</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:42am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:43am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>0.08</td>
<td>11:43am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:44am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>0.00</td>
<td>11:45am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:46am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>0.00</td>
<td>11:47am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:48am</td>
</tr>
</tbody>
</table>

Reported AC: 0.00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
## System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:49am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:49am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:49am</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:50am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:50am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:50am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:50am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:50am</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:50am</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:50am</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Johnston Co. Instrument Location: Clayton Police Dep't

Instrument Serial No. 007658

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of November 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 654

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

JOHNSTON COUNTY CLAYTON PD 500

Serial Number: 008658
Test Date: 11/30/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Keesler, Grayham C
Permit Number: 0045-5487
Effective: 10/08/2020-10/08/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:06am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:06am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:07am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:08am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:08am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:09am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:11am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

JOHNSTON COUNTY CLAYTON PD 500

Serial Number: 008658    Test Record Number: 1670
Test Date: 11/30/2020    Test Time: 11:12am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: LEE Instrument Location: LEE COUNTY DETENTION CENTER

Instrument Serial No: 008145 Sanford, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of NOVEMBER, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox BC/IR-II: Subject Test

LEE COUNTY DETENTION CENTER 520

Serial Number: 008645
Test Date: 11/23/2020

Citation Number: MO000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Galloway, Charles L
 Permit Number: 0023-9771
 Effective:
 09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:48am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:49am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>8:49am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:50am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:51am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:52am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:53am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:54am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LER COUNTY DETENTION CENTER 520

Serial Number: 008645  Test Record Number: 2062
Test Date: 11/23/2020  Test Time: 8:55am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:55am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:55am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:55am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: LEE  Instrument Location: SANFORD POLICE DEPT.

Instrument Serial No.: 0088467  SANFORD, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: ___________________________
Certificate Number: 6667

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

LEE COUNTY SANFORD POLICE DEPT 520

Serial Number: 008867
Test Date: 11/23/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Galloway, Charles L
Permission Number: 0023-9771
Effective: 09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG934001
Exp Date: 12/06/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>7:37am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:37am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.03</td>
<td>7:38am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:39am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:40am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:41am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:42am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:43am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LEE COUNTY SANFORD POLICE DEPT 520

Serial Number: 008867    Test Record Number: 1198
Test Date: 11/23/2020    Test Time: 7:44am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:44am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:44am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:45am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>7:45am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:45am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>7:45am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:45am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:45am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:45am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:45am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:46am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:46am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst

-----------------------------------
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Lenoir  Instrument Location: Kinston PD

Instrument Serial No.: 008024  805 E King St, Kinston, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of “Pass”; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of November, 2010, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

LENOIR COUNTY KINSON PD 530

Serial Number: 008624
Test Date: 11/30/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Guard, Kelly G
 Permit Number: 0037-7722
 Effective:
 09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933703
Exp Date: 12/03/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:18am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:18am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:19am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:20am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:21am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:22am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:23am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

[Signature]

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Lenoir  Instrument Location: Lenoir Co. S.D.

Instrument Serial No.: 0081639  130 Queen St., Kinston, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]  [Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

LENOIR COUNTY LENOIR CO SO 530

Serial Number: 008639
Test Date: 11/30/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Guard, Kelly G
Permit Number: 0037-7722
Effective:
09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933703
Exp Date: 12/03/2021

Test   g/210L  Time
DIAG   Pass   10:48am
AIR BLK .00   10:48am
ACCY CHK .07   10:49am
AIR BLK .00   10:50am
SUB TEST .00   10:51am
AIR BLK .00   10:52am
SUB TEST .00   10:53am
AIR BLK .00   10:54am

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LENOIR COUNTY LENOIR CO SO 530

Serial Number: 008639    Test Record Number: 3497
Test Date: 11/30/2020    Test Time: 10:55am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Lincoln Instrument Location Lincoln County Courthouse
Instrument Serial No. 008883 1 Courthouse Square, Lincoln

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20th day of November, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

LINCOLN COUNTY COURTHOUSE 540

Serial Number: 008823
Test Date: 11/20/2020

Citation Number: MO000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective: 10/13/2020-10/13/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919901
Exp Date: 07/16/2021

Test g/210L Time
DIAG Pass 2:34pm
AIR BLK .00 2:35pm
ACCY CHK .08 2:36pm
AIR BLK .00 2:36pm
SUB TEST .00 2:37pm
AIR BLK .00 2:38pm
SUB TEST .00 2:40pm
AIR BLK .00 2:41pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

 Analyst
This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LINCOLN COUNTY COURTHOUSE 540

Serial Number: 008823 Test Record Number: 1687
Test Date: 11/20/2020 Test Time: 2:42pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:43pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:43pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:43pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:43pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Macon Instrument Location Macon County Jail Franklin, NC

Instrument Serial No. 008613

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus 0.2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 3rd day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

MACON COUNTY MACON COUNTY JAIL 550

Serial Number: 008618
Test Date: 11/03/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
Permit Number: 0024-4987
Effective:
09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919901
Exp Date: 07/18/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:33am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:34am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:35am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:36am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:37am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:38am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:39am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MACON COUNTY MACON COUNTY JAIL 550

Serial Number: 008618   Test Record Number: 2095
Test Date: 11/03/2020   Test Time: 10:41am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 3rd day of November 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

MACON COUNTY MACON COUNTY JAIL 550

Serial Number: 008789
Test Date: 11/03/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
Permit Number: 0024-4987
Effective: 09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:54am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:55am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:56am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:57am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:58am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:00am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR
Intox EC/IR-II: Preventive Maintenance

MACON COUNTY MACON COUNTY JAIL 550

Serial Number: 008789     Test Record Number: 692
Test Date: 11/03/2020     Test Time: 11:01am EST

System Check: Passed

Baseline Tests

Test     Status    Time
IR       Pass       11:01am
FLO      Pass       11:01am
FC       Pass       11:01am

Temperature Tests

Test     Status    Time
FC1      Pass       11:01am
SRC      Pass       11:01am
DET      Pass       11:01am
BAR      Pass       11:01am
BT       Pass       11:01am

Blank Tests

Test     Status    Time
AIR      Pass       11:02am

Printer Tests

Test     Status    Time
PRNT     Pass       11:02am

CRC Tests

Test     Status    Time
COMP     Pass       11:02am
CAL      Pass       11:02am

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Macon Instrument Location: Macon County Magistrate
Instrument Serial No. 008916 Highlands, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 3rd day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

MACON COUNTY MACON COUNTY MAGISTRATE
550

Serial Number: 008916
Test Date: 11/03/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License-State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
Permit Number: 0024-4987
Effective:
09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:32pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:34pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:36pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:38pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance
MACON COUNTY MACON COUNTY MAGISTRATE 550
Serial Number: 008916  Test Record Number: 1549
Test Date: 11/03/2020  Test Time: 12:39pm EST

System Check: Passed

Baseline Tests
<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
</tbody>
</table>

Temperature Tests
<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
</tbody>
</table>

Blank Tests
<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
</tbody>
</table>

Printer Tests
<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
</tbody>
</table>

CRC Tests
<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County McDowell Instrument Location McDowell Co Jail

Instrument Serial No. 003555 Mos 20, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 6th day of November, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

MCDOWELL COUNTY JAIL 590

Serial Number: 008888
Test Date: 11/06/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
Permit Number: 0024-4987
Effective:
09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

Test  g/210L  Time
---    ---    -----
DIAG   Pass   12:07pm
AIR BLK .00   12:08pm
ACCY CHK .07   12:09pm
AIR BLK .00   12:10pm
SUB TEST .00   12:11pm
AIR BLK .00   12:11pm
SUB TEST .00   12:13pm
AIR BLK .00   12:14pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MCDOWELL COUNTY JAIL 580

Serial Number: 008888    Test Record Number: 1580
Test Date: 11/06/2020    Test Time: 12:15pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyist

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: McDowell
Instrument Location: McDowell Co. 1st
Instrument Serial No: 008892
Mar. 20, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 6th day of November, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

MCDOWELL COUNTY JAIL 580

Serial Number: 008892
Test Date: 11/06/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
Permit Number: 0024-4987
Effective:
09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:07pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:08pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:10pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:12pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:13pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**MCDOWELL COUNTY JAIL 580**

Serial Number: 008892    Test Record Number: 905
Test Date: 11/06/2020    Test Time: 12:13pm EST

System Check: *Passed*

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:13pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:13pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: *Pass*

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Mecklenburg  Instrument Location: Mecklenburg County SO

Instrument Serial No: 003690  801 E. 4th Street, Charlotte

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade.

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY SHERIFFS OFFICE 590

Serial Number: 008690
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective:
10/13/2020-10/13/2022

Officer's Name: NONE, NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG934303
Exp Date: 12/09/2021

Test g/210L Time
DIAG Pass 12:23pm
AIR BLK .00 12:24pm
ACCY CHK .08 12:24pm
AIR BLK .00 12:25pm
SUB TEST .00 12:26pm
AIR BLK .00 12:26pm
SUB TEST .00 12:28pm
AIR BLK .00 12:29pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY SHERIFFS OFFICE 590

Serial Number: 008690  Test Record Number: 6630
Test Date: 11/24/2020  Test Time: 12:30pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Mecklenburg  Instrument Location: CMPD LEC
Instrument Serial No.: 008691  600 E Trade St, Charlotte

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of November, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY CMPD LEC 590

Serial Number: 008691
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective:
10/13/2020-10/13/2022

Officer's Name: NONE, NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:54am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:55am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:55am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:56am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:57am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:58am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:00pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY CMPD LEC 530

Serial Number: 003691  Test Record Number: #1477
Test Date: 11/24/2020  Test Time: 12:02pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY CORNELIUS PD 590

Serial Number: 000392
Test Date: 11/31/2020

Citation Number: M20399200-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1941
Subject's Sex: Male
Driver's License State: NY
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 9235-5075
Effective:
10/13/2020-10/13/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DMHS
Test Type: Breath Test.

Lot Number: AG207501
Exp Date: 03/16/2022

Test   g/210L   Time
DIAG   Pass    10:42am
AIR BLK .00    10:43am
ACCY CHK .06    10:44am
AIR BLK .00    10:45am
SUB TEST .00    10:45am
AIR BLK .00    10:46am
SUB TEST .00    10:46am
AIR BLK .00    10:47am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CUR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**MACKENZIE COUNTY CORNELIUS RD 597**

**Serial Number:** 008692  **Test Record Number:** 44-2  
**Test Date:** 11/24/2020  **Test Time:** 10:51am GMT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
<tr>
<td>PLX</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DC1</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
<tr>
<td>DRP</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
<tr>
<td>DHT</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
<tr>
<td>DHR</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
</tbody>
</table>

**Black Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:51am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status:** Pass

---

This form is used when performing Preventive Maintenance procedures.
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Mecklenburg Instrument Location: Matthews PD
Instrument Serial No.: 008699

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus 2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
### Intox EC/IR-II: Subject Test

**MECKLENBURG COUNTY MATTHEWS PD 590**

- Serial Number: 008699
- Test Date: 11/24/2020
- Citation Number: M0000000-0
- **Subject's Name:**
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** NC
- **Driver's License Number:** NONE
- **Analyst's Name:** Hutchinson, Joseph E
- **Permit Number:** 0035-6075
- **Effective:** 10/13/2020-10/13/2022
- **Officer's Name:** NONE, NONE
- **Type of Agency:** FTA
- **Agency:** DHHS
- **Test Type:** Breath Test

**Lot Number:** AG902106
**Exp Date:** 01/21/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:16pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:18pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:19pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

**Court CVR**

---

This form is used when performing Preventive Maintenance procedures.
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**MECKLENBURG COUNTY MATTHEWS PD 590**

<table>
<thead>
<tr>
<th>Serial Number: 008699</th>
<th>Test Record Number: 2886</th>
</tr>
</thead>
<tbody>
<tr>
<td>Test Date: 11/24/2020</td>
<td>Test Time: 1:23pm EST</td>
</tr>
</tbody>
</table>

**System Check: Passed**

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

**Status: Pass**

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Mecklenburg  Instrument Location: Pineville PD

Instrument Serial No.: 008703  427 Main Street, Pineville

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19th day of November, 20__, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]  [Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHIS 4080 (04/20)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY PINEVILLE PD 590

Serial Number: 008703  
Test Date: 11/19/2020

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E  
Permit Number: 0035-6075
Effective: 07/09/2019-07/09/2021

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG904301  
Exp Date: 02/21/2021

Test | g/210L | Time
-----|--------|-----
DIAG | Pass   | 4:05pm
AIR BLK | .00  | 4:05pm
ACCY CHK | .08  | 4:06pm
AIR BLK | .00  | 4:07pm
SUB TEST | .00  | 4:07pm
AIR BLK | .00  | 4:08pm
SUB TEST | .00  | 4:10pm
AIR BLK | .00  | 4:11pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY PINEVILLE PD 590

Serial Number: 008703  Test Record Number: 5898
Test Date: 11/19/2020  Test Time: 4:11pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:12pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:12pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:12pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>4:12pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:12pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:12pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:12pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:12pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:13pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:13pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:13pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:13pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Mitchell
Instrument Location: Spruce Pine Police Dept.

Instrument Serial No: 008726

Spruce Pine, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

MITCHELL COUNTY SPRUCE PINE PD 500

Serial Number: 008726
Test Date: 11/23/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
 Permit Number: 0024-4987
 Effective: 09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920301
Exp Date: 07/22/2021

Test g/210L Time

DIAG Pass 10:53am
AIR BLK .00 10:54am
ACCY CHK .08 10:55am
AIR BLK .00 10:55am
SUB TEST .00 10:56am
AIR BLK .00 10:57am
SUB TEST .00 10:58am
AIR BLK .00 10:59am

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MORHELL COUNTY SPRUCE PINE PD 600

Serial Number: 008726 Test Record Number: 1077
Test Date: 11/23/2020 Test Time: 11:00am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:00am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:00am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:00am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:00am</td>
</tr>
<tr>
<td>SRK</td>
<td>Pass</td>
<td>11:00am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:00am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:00am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:00am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County

Instrument Location

Instrument Serial No. 008240

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 25 day of November, 20_, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official 631
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008740  
Test Date: 11/25/2020

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: Bryant Jr., Earl A  
Permit Number: 0017-9707  
Effective: 09/15/2020-09/15/2022

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG919902  
Exp Date: 07/18/2021

Test g/210L Time
DIAG Pass 10:43am
AIR BLK .00 10:44am
ACCY CHK .07 10:45am
AIR BLK .00 10:46am
SUB TEST .00 10:47am
AIR BLK .00 10:48am
SUB TEST .00 10:49am
AIR BLK .00 10:50am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008740  Test Record Number: 753
Test Date: 11/25/2020  Test Time: 10:52am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County       Nash          Instrument Location Rocky Mount PD

Instrument Serial No. 008791

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
(2) Verify instrument displays time and date;
(3) Initiate breath test sequence;
(4) Enter information as prompted;
(5) Verify instrument accuracy;
(6) When "PLEASE BLOW" appears, collect breath sample;
(7) When "PLEASE BLOW" appears, collect breath sample;
(8) Print test record;
(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and
(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 25 day of November, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008741
Test Date: 11/25/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Bryant Jr., Earl A
Permit Number: 0017-9707
Effective:
09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919902
Exp Date: 07/18/2021

Test     g/210L  Time
DIAG     Pass  10:45am
AIR BLK  .00   10:45am
ACCY CHK .07   10:46am
AIR BLK  .00   10:47am
SUB TEST .00   10:47am
AIR BLK  .00   10:48am
SUB TEST .00   10:50am
AIR BLK  .00   10:51am

Reported AC:  .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008741    Test Record Number: 2674
Test Date: 11/25/2020    Test Time: 10:54am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:54am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:55am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:55am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:55am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:55am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: No-Hampton                   Instrument Location: No-Hampton Co. 50

Instrument Serial No: D08607          105 W Jefferson St
                                          Jackson, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of November, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT
650

Serial Number: 008607
Test Date: 11/23/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Bryant Jr., Earl A
Permit Number: 0017-9707
Effective: 09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919902
Exp Date: 07/18/2021

Test g/210L Time
DIAG Pass 1:22pm
AIR BLK .00 1:23pm
ACCY CHK .07 1:24pm
AIR BLK .00 1:25pm
SUB TEST .00 1:26pm
AIR BLK .00 1:27pm
SUB TEST .00 1:28pm
AIR BLK .00 1:29pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT 650

Serial Number: 008607    Test Record Number: 1071
Test Date: 11/23/2020    Test Time: 1:31pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Jackson
Instrument Location Jackson, NC
Instrument Serial No. 108688

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 670

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT
650

Serial Number: 008688
Test Date: 11/23/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Bryant Jr., Earl A
Permit Number: 0017-9707
Effective:
09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919902
Exp Date: 07/18/2021

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th></th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:30p</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:31p</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>1:31p</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:32p</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:35p</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:36p</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:37p</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:38p</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT 650

Serial Number: 008688  Test Record Number: 900
Test Date: 11/23/2020  Test Time: 1:42pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>PLO</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>PC</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:44pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:44pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20 day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**Intox EC/IR-II: Preventive Maintenance**

**ONSLOW COUNTY BAT MOBILE UNIT 12 660**

Serial Number: 008788      Test Record Number: 1622  
Test Date: 11/20/2020      Test Time: 8:21pm EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:22pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:22pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:22pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

**Status:** Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Subject Test

ONSLOW COUNTY BAT MOBILE UNIT 12 560

Serial Number: 008788
Test Date: 11/20/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Anderson, Mark G
Permit Number: 0013-1517
Effective:
09/10/2020-09/10/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG911506
Exp Date: 04/25/2021

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:13pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>8:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:15pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:19pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Onslow  Instrument Location: BAT Mobile Unit 12

Instrument Serial No. 008698  Holly Ridge

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20 day of November, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
INTOX EC/IR-II: Subject Test

ONSLOW COUNTY PAT MOBILE 12 660

Serial Number: 008898
Test Date: 11/20/2020

Citation Number: M0000000-0
Subject’s Name:
PREVENTIVE, MAINTENANCE
Subject’s Date of Birth: 11/11/1911
Subject’s Sex: Male
Driver's License State: XX
Driver’s License Number: NONE

Analyst's Name: Anderson, Mark G
Permit Number: 0013-1517
Effective:
09/10/2020-09/10/2022

Officer’s Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:08pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>8:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:10pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:11pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:12pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:14pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**ONSLOW COUNTY BAT MOBILE 12 660**

Serial Number: 008698    Test Record Number: 1619  
Test Date: 11/20/2020    Test Time: 8:16pm EST

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:17pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:18pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:18pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:18pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:18pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: __onslow_ Instrument Location: __BAT Mobile Unit 12__

Instrument Serial No.: __008788__

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass";

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __13__ day of __November__ __2020__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: __mark__

Certificate Number: __665__

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

ONSLOW COUNTY BAT MOBILE UNIT 12 660

Serial Number: 008788
Test Date: 11/13/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Anderson, Mark G
Permit Number: 0013-1517
Effective:
09/10/2020-09/10/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG911506
Exp Date: 04/25/2021

Test g/210L Time

DIAG Pass 9:21pm
AIR BLK .00 9:22pm
ACCY CHK .08 9:22pm
AIR BLK .00 9:23pm
SUB TEST .00 9:24pm
AIR BLK .00 9:25pm
SUB TEST .00 9:27pm
AIR BLK .00 9:28pm

Reported ACC .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**ONSLOW COUNTY BAT MOBILE UNIT 12 660**

Serial Number: 008788  
Test Record Number: 1611  
Test Date: 11/13/2020  
Test Time: 9:32pm EST

**System Check: Passed**

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>DRT</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status: Pass**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Onslow  Instrument Location: MCAS New River
Instrument Serial No: 008917

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 09 day of November, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 048

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox BC/IR-II: Subject Test

ONSELOW COUNTY MCAS NEW RIVER 660

Serial Number: 008919
Test Date: 11/09/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Alvin R
Permit Number: 0014-6279
Effective:
10/09/2020-10/09/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test  g/210L  Time
DIAG  Pass  10:56am
AIR BLK .00  10:57am
ACCY CHK .08  10:57am
AIR BLK .00  10:58am
SUB TEST .00  10:59am
AIR BLK .00  10:59am
SUB TEST .00  11:01am
AIR BLK .00  11:02am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Signature

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ONSLOW COUNTY MCAS NEW RIVER 660

Serial Number: 008919 . Test Record Number: 699
Test Date: 11/09/2020  Test Time: 11:02am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: ONslow       Instrument Location: Camp Lejeune
Instrument Serial No.: 008922

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 09 day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox HC/IR-II: Subject Test

ONSLOW COUNTY CAMP LEJEUNE PMO 660

Serial Number: 008922
Test Date: 11/09/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Alvin R
Permit Number: 0014-6279
Effective:
10/09/2020-10/09/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:19pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:20pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ONSLOW COUNTY CAMP LEJEUNE PMO 660

Serial Number: 008922    Test Record Number: 354
Test Date: 11/09/2020    Test Time: 1:25pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County ONslow Instrument Location JACKSONVILLE

Instrument Serial No. 008930 POLICE DEPT

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 10 day of NOVEMBER, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 648

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

ONSLOW COUNTY JACKSONVILLE PD 660

Serial Number: 008930
Test Date: 11/10/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Alvin R
Permit Number: 0014-6279
Effective: 10/09/2020-10/09/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:28pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:29pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:30pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:32pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:33pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:36pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ONSLOW COUNTY JACKSONVILLE PD 660

Serial Number: 008930     Test Record Number: 2087
Test Date: 11/10/2020     Test Time: 3:38pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:38pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:38pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:38pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>3:38pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:38pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:38pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:38pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:38pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: ONslow
Instrument Location: ONslow COUNTY
Instrument Serial No: 008931

DETECTION CENTER

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 10 day of NOVEMBER, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

ONSLOW COUNTY DETENTION CENTER 660

Serial Number: 008931
Test Date: 11/10/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Alvin R
Permit Number: 0014-6279
Effective: 10/09/2020-10/09/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:38pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:40pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:42pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:44pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**ONSELW COUNTY DETENTION CENTER 660**

Serial Number: 008931    Test Record Number: 3410
Test Date: 11/10/2020    Test Time: 1:46pm EST

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: ONSLOW
Instrument Location: ONSLOW COUNTY
Instrument Serial No.: 008732

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulato tests, whichever occurs first.

I certify that on the 10 day of NOVEMBER, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official:

Certificate Number: 048

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

ONSLOW COUNTY DETENTION CENTER 660

Serial Number: 008932
Test Date: 11/10/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Alvin R
Permit Number: 0014-6279
Effective:
10/09/2020-10/09/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018801
Exp Date: 07/06/2022

Test g/210L Time
DIAG Pass 1:36pm
AIR BLK .00 1:37pm
ACCY CHK .08 1:38pm
AIR BLK .00 1:39pm
SUB TEST .00 1:40pm
AIR BLK .00 1:41pm
SUB TEST .00 1:43pm
AIR BLK .00 1:44pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**ONSLOW COUNTY DETENTION CENTER 660**

Serial Number: 008932    Test Record Number: 5773  
Test Date: 11/10/2020    Test Time: 1:45pm EST

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

[Signature]

**Analyst**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass";
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 21st day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

ORANGE COUNTY CHAPEL HILL PD 670

Serial Number: 008839
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Bryant Jr., Earl A
Permit Number: 0017-9707
Effective: 09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933703
Exp Date: 12/03/2021

Test  g/210L  Time
---  ----  -----------------
DIAG  Pass  2:28pm
AIR BLK .00  2:28pm
ACCY CHK .08  2:29pm
AIR BLK .00  2:30pm
SUB TEST .00  2:30pm
AIR BLK .00  2:31pm
SUB TEST .00  2:33pm
AIR BLK .00  2:34pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**ORANGE COUNTY CHAPEL HILL PD 670**

Serial Number: 008839    Test Record Number: 2280
Test Date: 11/24/2020    Test Time: 2:34pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 21 day of November 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

ORANGE COUNTY CHAPEL HILL PD 570

Serial Number: 008856
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Simon S
Permit Number: 0014-6221
Effective: 09/01/2020-09/01/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933703
Exp Date: 12/03/2021

Test  g/210L  Time

DIAG  Pass  2:19pm
AIR BLK .00  2:20pm
ACCY CHK .08  2:20pm
AIR BLK .00  2:21pm
SUB TEST .00  2:22pm
AIR BLK .00  2:23pm
SUB TEST .00  2:24pm
AIR BLK .00  2:25pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**ORANGE COUNTY CHAPEL HILL PD 670**

**Serial Number:** 008856  **Test Record Number:** 2651  
**Test Date:** 11/24/2020  **Test Time:** 2:27pm EST

#### System Check: Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

#### Preventive Maintenance

**Status:** Pass

---

**Analyst**

---

*This form is used when performing Preventive Maintenance procedures*

*Forensic Tests for Alcohol Branch*

*Department of Health and Human Services*

*Rev. 12/2007*
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least .51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of March 2018, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

PERSON COUNTY PERSON CO. LEC 720

Serial Number: 008693
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Bryant Jr., Earl A
Permit Number: 0017-9707
Effective: 09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018401
Exp Date: 07/02/2022

Test  g/210L  Time
DIAG  Pass   10:38am
AIR BLK  .00  10:39am
ACCY CHK  .07  10:40am
AIR BLK  .00  10:40am
SUB TEST  .00  10:41am
AIR BLK  .00  10:42am
SUB TEST  .00  10:44am
AIR BLK  .00  10:44am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PERSON COUNTY PERSON CO. LEC 720

Serial Number: 008693    Test Record Number: 1748
Test Date: 11/24/2020    Test Time: 10:45am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County ___________ Instrument Location ___________

Instrument Serial No. ___________ 120 Count St,Roxboro, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ___________ day of ___________, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official ___________ Certificate Number ___________

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**Intox EC/IR-II: Subject Test**

PERSON COUNTY PERSON CO. LEC 720

Serial Number: 008880  
Test Date: 11/24/2020

Citation Number: M000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: Barnes, Simon S  
Permit Number: 0014-6221  
Effective: 09/01/2020-09/01/2022

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG018401  
Exp Date: 07/02/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:37am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:37am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:38am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:39am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:40am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:41am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:42am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
## System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status:** Pass

---

This form is used when performing Preventive Maintenance procedures. Forensic Tests for Alcohol Branch, Department of Health and Human Services, Rev. 12/2007.
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Polk Instrument Location: Polk County LEC

Instrument Serial No.: 008832 164 Gov't Complex Dr. Columbus

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20th day of November, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 650

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

POLK COUNTY

Serial Number: 30066
Test Date: 11/06/2011

Citation Number: N/A
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 1/1/61
Subject's Sex: Male
Driver's License State: ME
Driver's License Number: N/A

Analyst's Name: Hutchinson, Joseph
Permit Number: 0075-04-NY
Effective
10/13/2010-12/12/2011

Officer's Name: NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG003106
Exp Date: 03/16/2012

Test: g/210L Time
DIAG Pass 2:14pm
AIR BLK .00 6:24pm
ACCD CHK .00 6:27pm
AIR BLK .00 6:30pm
SUB TEST .00 6:31pm
AIR BLK .00 6:36pm
SUB TEST .00 6:38pm
AIR BLK .00 6:51pm

Reported AC: .06 g/210L

Signature of Criminal Analyst

court cyr

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox ECAP-II: Preventive Maintenance**

**FOLEY COUNTY** **FOLEY COUNTY** **EC 940**

Serial Numbers: 258322  Test Record Numbers: 158322
Test Date: 12/7/2022  Test Time: 4:39pm EST

<table>
<thead>
<tr>
<th>Item</th>
<th>Start Time</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>Gas</td>
<td>4:39pm</td>
<td></td>
</tr>
<tr>
<td>Gas</td>
<td>4:39pm</td>
<td></td>
</tr>
<tr>
<td>Gas</td>
<td>4:39pm</td>
<td></td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Item</th>
<th>Start Time</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>TC</td>
<td>4:40pm</td>
<td></td>
</tr>
<tr>
<td>TC</td>
<td>4:40pm</td>
<td></td>
</tr>
<tr>
<td>TC</td>
<td>4:40pm</td>
<td></td>
</tr>
<tr>
<td>BAC</td>
<td>4:40pm</td>
<td></td>
</tr>
<tr>
<td>Br</td>
<td>4:40pm</td>
<td></td>
</tr>
</tbody>
</table>

**Block Tests**

<table>
<thead>
<tr>
<th>Item</th>
<th>Start Time</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AG</td>
<td>4:40pm</td>
<td></td>
</tr>
</tbody>
</table>

**Primer Test**

<table>
<thead>
<tr>
<th>Item</th>
<th>Start Time</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FMT</td>
<td>4:40pm</td>
<td></td>
</tr>
</tbody>
</table>

**CO Tests**

<table>
<thead>
<tr>
<th>Item</th>
<th>Start Time</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>CO</td>
<td>4:40pm</td>
<td></td>
</tr>
<tr>
<td>CO</td>
<td>4:40pm</td>
<td></td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

**Analyst**

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Polk
Instrument Location: Polk County LEC
Instrument Serial No.: 008881

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20th day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: 
Certificate Number: 650

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox BC/IR-II: Subject Test

POLK COUNTY POLK COUNTY LEC 740

Serial Number: 008881
Test Date: 11/20/2020

Citation Number: MC000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective:
10/13/2020-10/13/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018401
Exp Date: 07/02/2022

Test  g/210L  Time
DIAG    Pass  4:29pm
AIR BLK  .00  4:30pm
ACCY CHK  .08  4:30pm
AIR BLK  .00  4:32pm
SUB TEST  .00  4:32pm
AIR BLK  .00  4:33pm
SUB TEST  .00  4:35pm
AIR BLK  .00  4:36pm

Reported AC:  .00  g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

POLK COUNTY POLK COUNTY LBC 740

Serial Number: 008881  Test Record Number: 927
Test Date: 11/20/2020  Test Time: 4:38pm EST

System Check: Passed

<table>
<thead>
<tr>
<th>Baseline Tests</th>
</tr>
</thead>
<tbody>
<tr>
<td>Test</td>
</tr>
<tr>
<td>------</td>
</tr>
<tr>
<td>IR</td>
</tr>
<tr>
<td>FLO</td>
</tr>
<tr>
<td>FC</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Temperature Tests</th>
</tr>
</thead>
<tbody>
<tr>
<td>Test</td>
</tr>
<tr>
<td>------</td>
</tr>
<tr>
<td>FCI</td>
</tr>
<tr>
<td>SRC</td>
</tr>
<tr>
<td>DET</td>
</tr>
<tr>
<td>BAR</td>
</tr>
<tr>
<td>BT</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Blank Tests</th>
</tr>
</thead>
<tbody>
<tr>
<td>Test</td>
</tr>
<tr>
<td>-------</td>
</tr>
<tr>
<td>AIR</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Printer Tests</th>
</tr>
</thead>
<tbody>
<tr>
<td>Test</td>
</tr>
<tr>
<td>------</td>
</tr>
<tr>
<td>PRNT</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>CRC Tests</th>
</tr>
</thead>
<tbody>
<tr>
<td>Test</td>
</tr>
<tr>
<td>-------</td>
</tr>
<tr>
<td>COMP</td>
</tr>
<tr>
<td>CAL</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Robeson  Instrument Location: BAT Mobile #5
Instrument Serial No.: 008826  Robeson 50.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of “Pass”; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of November, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

ROBESON COUNTY BAT MOBILE UNIT 5 770

Serial Number: 008826
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Todd, Shane C
Permit Number: 0035-4789
Effective: 10/06/2020-10/06/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG934303
Exp Date: 12/09/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:06pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:07pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:08pm</td>
</tr>
<tr>
<td>ATR BLK</td>
<td>.00</td>
<td>11:09pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:11pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:11pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
## Intox EC/IR-II: Preventive Maintenance

ROBESON COUNTY BAT MOBILE UNIT 5 770

Serial Number: 008826  Test Record Number: 8262
Test Date: 11/24/2020  Test Time: 11:13pm EST

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:13pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:13pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:13pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>11:13pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:13pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:13pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:13pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:13pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:14pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:14pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:14pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:14pm</td>
</tr>
</tbody>
</table>

### Preventive Maintenance

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Robeson Instrument Location: BAT Mobile Unit #5

Instrument Serial No.: 008826 Robeson Co 50

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 25 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:20pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:20pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:20pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>8:20pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:20pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:20pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:20pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:20pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:21pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

ROBESON COUNTY BAT MOBILE UNIT 5 770

Serial Number: 008826
Test Date: 11/25/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Todd, Shane C
Permit Number: 0035-4789
Effective:
10/06/2020-10/06/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG934303
Exp Date: 12/09/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:12pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:13pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>8:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:15pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:19pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Robeson             Instrument Location BAT Mobile unit #5
Instrument Serial No. 008826  St. Pauls PO

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

ROBESON COUNTY BAT MOBILE UNIT 5 770

Serial Number: 008826
Test Date: 11/27/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Todd, Shane C
Permit Number: 0035-4789
Effective:
10/06/2020-10/06/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG934303
Exp Date: 12/09/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:14pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:19pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:20pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ROBESON COUNTY BAT MOBILE UNIT 5 770

Serial Number: 008826    Test Record Number: 8270
Test Date: 11/27/2020    Test Time: 9:21pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:23pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:23pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

[Signature]
Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Robeson
Instrument Location: BAT Mobile #5
Instrument Serial No.: 008826
Robeson CO 50

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ___ day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:44pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:44pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:44pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>7:44pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:44pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:44pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:44pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:44pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

ROBESON COUNTY BAT MOBILE UNIT 5 770

Serial Number: 008826
Test Date: 11/06/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Todd, Shane C
Permit Number: 0035-4789
Effective:
  10/06/2020-10/06/2022

Officer's Name: NONE, NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG934303
Exp Date: 12/09/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>7:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:35pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>7:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:38pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:41pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR


This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County  Robeson Co.  Instrument Location  St. Paul's Police Dept.

Instrument Serial No.  008314  St. Paul's, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 2nd day of November, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

ROBESON COUNTY ST PAULS PD 770

Serial Number: 008814
Test Date: 11/02/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Keesler, Grayham C
Permit Number: 0045-5487
Effective: 10/08/2020-10/08/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:21am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:22am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:24am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:24am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:25am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:27am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:28am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ROBESON COUNTY ST PAULS PD 770

Serial Number: 008814  Test Record Number: 710
Test Date: 11/02/2020  Test Time: 11:31am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Kabusu Co.  Instrument Location: Pembroke Police Dept.
Instrument Serial No.: 008837

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 2nd day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**Intox EC/IR-II: Subject Test**

**ROBESON COUNTY PEMBROKE POLICE DEPT 770**

Serial Number: 008837  
Test Date: 11/02/2020

Citation Number: M0000000-0  
Subject’s Name: PREVENTIVE, MAINTENANCE  
Subject’s Date of Birth: 11/11/1911  
Subject’s Sex: Male  
Driver’s License State: XX  
Driver’s License Number: NONE

Analyst’s Name: Keesler, Grayham C  
Permit Number: 0045-5487  
Effective: 10/08/2020-10/08/2022

Officer’s Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG007601  
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG Pass</td>
<td></td>
<td>1:27pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>1:27pm</td>
</tr>
<tr>
<td>ACCY CHK .08</td>
<td></td>
<td>1:28pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>1:29pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>1:30pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>1:31pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>1:32pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>1:33pm</td>
</tr>
</tbody>
</table>

Reported AC: .03 g/210L  
Signature of Chemical Analyst: [Signature]

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**ROBESON COUNTY PEMBROKE POLICE DEPT 770**

Serial Number: 008637  
Test Record Number: 1082  
Test Date: 11/02/2020  
Test Time: 1:34pm EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:36pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:36pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:36pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Robeson Co. Instrument Location: Red Springs Police Dept.
Instrument Serial No. 008857 Red Springs, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass";

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 2nd day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

ROBESON COUNTY RED SPRINGS PD 770

Serial Number: 008857
Test Date: 11/02/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Keesler, Grayham C
Permit Number: 0045-5487
Effective: 10/08/2020-10/08/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AC902201
Exp Date: 01/22/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td></td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:36pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:38pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:40pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:42pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:42pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst: [Signature]

Court CVR: [Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ROBESON COUNTY RED SPRINGS PD 770

Serial Number: 008857    Test Record Number: 596
Test Date: 11/02/2020    Test Time: 12:44pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:44pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:44pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:44pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:44pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:44pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:44pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:44pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:44pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:45pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:45pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:45pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:45pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Rutherford Instrument Location Forest City PD

Instrument Serial No. 00889

187 S. Church St., Forest City

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13th day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

RUTHERFORD COUNTY FOREST CITY PD 800

Serial Number: 008889
Test Date: 11/13/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyzer's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective:
07/09/2019-07/09/2021

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test g/210L Time
DIAG Pass 6:08pm
AIR BLK .00 6:09pm
ACCY CHK .08 6:09pm
AIR BLK .00 6:11pm
SUB TEST .00 6:11pm
AIR BLK .00 6:12pm
SUB TEST .00 6:13pm
AIR BLK .00 6:14pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Breath
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

RUTHERFORD COUNTY FOREST CITY PD 800

Serial Number: 008889 Test Record Number: 910
Test Date: 11/13/2020 Test Time: 6:15pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>6:16pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>6:17pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>6:17pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13th day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

RUTHERFORD COUNTY RUTHERFORD COUNTY SO
800

Serial Number: 008914
Test Date: 11/13/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Hutchinson, Joseph E
Permit Number: 0035-6075
Effective:
07/09/2019-07/09/2021

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG934303
Exp Date: 12/09/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>6:47pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:48pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>6:49pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:50pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>6:50pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:51pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>6:53pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:54pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>6:55pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>6:55pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>6:55pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>6:56pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>6:56pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>6:56pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>6:56pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>6:56pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>6:56pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>6:56pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>6:56pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>6:56pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Sampson          Instrument Location: BAT Mobile Unit 12

Instrument Serial No.: 008698          Clinton

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24 day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

SAMPSO COUNTY BAT MOBILE 12 810

Serial Number: 008698
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Anderson, Mark G
Permit Number: 0013-1517
Effective: 09/10/2020-09/10/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007801
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>4:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:08pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>4:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:09pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:11pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:12pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:13pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

SAMPSON COUNTY BAT MOBILE 12 810

Serial Number: 009598 Test Record Number: 1623
Test Date: 11/24/2020 Test Time: 4:15pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:15pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:15pm</td>
</tr>
<tr>
<td>EC</td>
<td>Pass</td>
<td>4:15pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>4:15pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:15pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:15pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:15pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:15pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:16pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:16pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:16pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:16pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 25 day of NOVEMBER, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 669

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

STOKES COUNTY STOKES COUNTY JAIL 840

Serial Number: 008596
Test Date: 11/25/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Oligmueller Jr., Leo A
Permit Number: 0035-3799
Effective: 08/04/2020-08/04/2022

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test g/210L Time
DIAG Pass 9:59am
AIR BLK .00 10:00am
ACCY CHK .07 10:00am
AIR BLK .00 10:01am
SUB TEST .00 10:02am
AIR BLK .00 10:03am
SUB TEST .00 10:04am
AIR BLK .00 10:05am

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
<tr>
<td>ET</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:09am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:09am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:09am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:09am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Surrey  Instrument Location: Mount Airy
Instrument Serial No. 008683  Police Department

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13 day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

SURREY COUNTY MOUNT AIRY PD 850

Serial Number: 008683
Test Date: 11/13/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Benfield II, Kenneth R
Permit Number: 0015-4786
Effective:
06/08/2020-06/08/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:34pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:36pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:39pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

SURRY COUNTY MOUNT AIRY PD 850

Serial Number: 008683  Test Record Number: 933
Test Date: 11/13/2020  Test Time: 3:40pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures.
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County __________ Instrument Location __________

Instrument Serial No. 008743 Police Department

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus 3 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox BC/IR-II: Subject Test

SURRY COUNTY MOUNT AIRY PD 850

Serial Number: 008943
Test Date: 11/30/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Benfield II, Kenneth R
Permit Number: 0015-4786
Effective:
06/08/2020-06/08/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:17am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:18am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:19am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:19am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:20am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:23am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:23am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

SURRY COUNTY MOUNT AIRY PD 850

Serial Number: 008943     Test Record Number: 2258
Test Date: 11/30/2020     Test Time: 11:25am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

This form is used when performing Preventive Maintenance procedures.
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Union
Instrument Location: Waxhaw PD
Instrument Serial No. 008598

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

UNION COUNTY WAXHAW PD 890

Serial Number: 008598
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

 Analyst's Name: Hutchinson, Joseph E
 Permit Number: 0035-6075
 Effective: 10/13/2020-10/13/2022

 Officer's Name: NONE, NONE
 Type of Agency: FTA
 Agency: DHHS
 Test Type: Breath Test

 Lot Number: AG919901
 Exp Date: 07/18/2021

 Test g/210L Time
 DIAG Pass 2:07pm
 AIR BLK .00 2:08pm
 ACCY CHK .07 2:09pm
 AIR BLK .00 2:10pm
 SUB TEST .00 2:11pm
 AIR BLK .00 2:12pm
 SUB TEST .00 2:13pm
 AIR BLK .00 2:14pm

 Reported AC: .00 g/210L

 Signature of Chemical Analyst

 Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**UNION COUNTY WAXHAW PD 890**

Serial Number: 008598  Test Record Number: 854  
Test Date: 11/24/2020  Test Time: 2:15pm EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:17pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:17pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:17pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:17pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures.  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Union
Instrument Location: Union County 30
Instrument Serial No.: 008376

3344 Pressum Rd, Monroe

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of November, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Joseph E. Hunt
Signature of Certifying Official

6050
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**Intox EC/IR-II: Subject Test**

**UNION COUNTY UNION COUNTY SO 890**

- **Serial Number:** 008876
- **Test Date:** 11/04/2020
- **Citation Number:** M0000000-0
- **Subject’s Name:** PREVENTIVE, MAINTENANCE
- **Subject’s Date of Birth:** 11/11/1911
- **Subject’s Sex:** Male
- **Driver’s License State:** XX
- **Driver’s License Number:** NONE

- **Analyst’s Name:** Hutchinson, Joseph E
- **Permit Number:** 0035-6075
  **Effective:** 07/09/2019-07/09/2021
- **Officer’s Name:** NONE, NONE
- **Type of Agency:** FTA
- **Agency:** DHHS
- **Test Type:** Breath Test

- **Lot Number:** AG902201
- **Exp Date:** 01/22/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:25pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>3:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:27pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:28pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:29pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:31pm</td>
</tr>
</tbody>
</table>

**Reported AO:** .00 g/210L

**Signature of Chemical Analyst**

**Court CVR**

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**UNION COUNTY UNION COUNTY SO 890**

Serial Number: 008876    Test Record Number: 5886
Test Date: 11/04/2020    Test Time: 3:32pm EST

System Check: Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:32pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:32pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:34pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:34pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Vance Instrument Location Vance 1-3-0
Instrument Serial No. 003870 150 Church St Henderson NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
(2) Verify instrument displays time and date;
(3) Initiate breath test sequence;
(4) Enter information as prompted;
(5) Verify instrument accuracy;
(6) When "PLEASE BLOW" appears, collect breath sample;
(7) When "PLEASE BLOW" appears, collect breath sample;
(8) Print test record;
(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and
(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 662

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

VANCE COUNTY SHERIFF'S DEPARTMENT 900

Serial Number: 008870
Test Date: 11/20/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Barnes, Simon S
Permit Number: 0014-6221
Effective: 09/01/2020-09/01/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018202
Exp Date: 06/30/2022

Test g/210L Time
DIAG Pass 1:55pm
AIR BLK .00 1:55pm
ACCY CHK .07 1:56pm
AIR BLK .00 1:58pm
SUB TEST .00 1:58pm
AIR BLK .00 1:59pm
SUB TEST .00 2:01pm
AIR BLK .00 2:02pm

Reported AG .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

VANCE COUNTY SHERIFF'S DEPARTMENT 900

Serial Number: 008870    Test Record Number: 3116
Test Date: 11/20/2020   Test Time: 2:05pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>DEB</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Vance Instrument Location: Vance Co. Court

Instrument Serial No.: 009537 150 Church St, Henderson, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of November, 2020, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
**Intox EC/IR-II: Subject Test**

**VANCE COUNTY SHERIFF'S DEPARTMENT 900**

- **Serial Number:** 008937
- **Test Date:** 11/20/2020

- **Citation Number:** M0000000-0
- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

- **Analyst's Name:** Barnes, Simon S
- **Permit Number:** 0014-6221
- **Effective:** 09/01/2020-09/01/2022
- **Officer's Name:** NONE, NONE
- **Type of Agency:** FTA
- **Agency:** DHHS
- **Test Type:** Breath Test

- **Lot Number:** AG018202
- **Exp Date:** 06/30/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:54pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:55pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:56pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:57pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:59pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:59pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

**Court CVR**

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

VANCE COUNTY SHERIFF’S DEPARTMENT 900

Serial Number: 008937    Test Record Number: 2886
Test Date: 11/20/2020    Test Time: 2:05pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Wake Instrument Location: Wake Co. CEO

Instrument Serial No. 008793 125 Rabin's Lane Warrensville NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 25 day of November, 2020 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHIS 4080 (04/20)
Intox EC/IR-II: Subject Test

WARREN COUNTY WARREN COUNTY JAIL 920

Serial Number: 008793
Test Date: 11/25/2020

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Bryant Jr., Earl A
Permit Number: 0017-9707
Effective:
09/15/2020-09/15/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG919902
Exp Date: 07/18/2021

Test g/210L Time

DIAG Pass 12:47pm
AIR BLK .00 12:48pm
ACCCY CHK .07 12:49pm
AIR BLK .00 12:49pm
SUB TEST .00 12:50pm
AIR BLK .00 12:51pm
SUB TEST .00 12:52pm
AIR BLK .00 12:53pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WARREN COUNTY WARREN COUNTY JAIL 920

Serial Number: 008793    Test Record Number: 1647
Test Date: 11/25/2020    Test Time: 12:55pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Wayne Instrument Location: Seymour Johnson A.F.B.

Instrument Serial No. 008784 1010 Vermont Garrison Rd., Goldsboro N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 11th day of November 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

WAYNE COUNTY SEYMOUR JOHNSON AFB 950

Serial Number: 008786
Test Date: 11/16/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Keesler, Linda A
Permit Number: 0045-5
Effective:
09/16/2020-09/16/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:42pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:44pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:46pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:47pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:48pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAYNE COUNTY SEYMOUR JOHNSON AFB 950

Serial Number: 008786    Test Record Number: 357
Test Date: 11/16/2020    Test Time: 2:49pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:49pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:49pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:49pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:49pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:49pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:49pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:49pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:49pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Wilkes Instrument Location Wilkes County Detention
Instrument Serial No. 008843 Wilkesboro, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus 0.2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of “Pass”; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17th day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official 657

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

WILKES COUNTY WILKES CO DETENTION 960

Serial Number: 008843
Test Date: 11/17/2020

Citation Number: M00000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Benfield II, Kenneth R
Permit Number: 0015-4786
Effective:
05/08/2020-06/08/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933901
Exp Date: 12/05/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>4:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:40pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>4:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:42pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:44pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:46pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:47pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Brunch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WILKES COUNTY WILKES CO DETENTION 960

Serial Number: 008843   Test Record Number: 2514
Test Date: 11/17/2020   Test Time: 4:49pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:50pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:50pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:50pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:50pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures.
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Wilkes Instrument Location Wilkes County Detention
Instrument Serial No. 008865 Wilkesboro, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24 day of November, 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox BC/IR-II: Subject Test

WILKES COUNTY WILKES CO DETENTION 960

Serial Number: 008865
Test Date: 11/24/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Benfield II, Kenneth R
Permit Number: 0015-4786
Effective:
06/08/2020-06/08/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG933901
Exp Date: 12/05/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:03pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:05pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:06pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:09pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WILKES COUNTY WILKES CO DETENTION 960

Serial Number: 008865    Test Record Number: 787
Test Date: 11/24/2020    Test Time: 3:10pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:10pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:10pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analysis

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County WILSON
Instrument Location NAT MOD DC UNITS 6

Instrument Serial No. 008646

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of November 2020 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

WILSON COUNTY BAT MOBILE UNIT 6 970

Serial Number: 008686
Test Date: 11/27/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Varnell, Bryon L
Permit Number: 0036-1210
Effective: 08/14/2019-08/14/2021

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG911506
Exp Date: 04/25/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>7:51pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:52pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>7:52pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:53pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:54pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:55pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:57pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**Wilson County Bat Mobile Unit 6 970**

Serial Number: 008686   Test Record Number: 6718
Test Date: 11/27/2020   Test Time: 7:58pm EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:59pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:59pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:59pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>7:59pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:59pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:59pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:59pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:59pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:00pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:00pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:00pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:00pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

**Analyst**

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County: Wilson
Instrument Location: Wilson Co. Detention Center
Instrument Serial No: 008627

100 E. Green St, Wilson, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of “Pass”; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 10th day of November, 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 643

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHIIS 4080 (04/20)
Intox EC/IR-II: Subject Test

WILSON COUNTY DETENTION CENTER 970

Serial Number: 008627
Test Date: 11/10/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Guard, Kelly G
Permit Number: 0037-7722
Effective:
09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG911506
Exp Date: 04/25/2021

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:49pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:50pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:51pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:52pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:52pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:53pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:55pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:56pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WILSON COUNTY DETENTION CENTER 970

Serial Number: 008627    Test Record Number: 2647
Test Date: 11/10/2020    Test Time: 2:57pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:57pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:57pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:57pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:57pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:57pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:57pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:57pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:57pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:58pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:58pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:58pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:58pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County  Wilson Instrument Location Wilson Co. Detention Center
Instrument Serial No  108652

100 E. Green St, Wilson, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

(1) Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

(2) Verify instrument displays time and date;

(3) Initiate breath test sequence;

(4) Enter information as prompted;

(5) Verify instrument accuracy;

(6) When "PLEASE BLOW" appears, collect breath sample;

(7) When "PLEASE BLOW" appears, collect breath sample;

(8) Print test record;

(9) Run diagnostic program and confirm preventive maintenance status of "Pass"; and

(10) Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 10th day of November 20_20 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

WILSON COUNTY DETENTION CENTER 970

Serial Number: 008652
Test Date: 11/10/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Guard, Kelly G
Permit Number: 0037-7722
Effective: 09/28/2020-09/28/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:02pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:02pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:03pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:05pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:07pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**WILSON COUNTY DETENTION CENTER 970**

Serial Number: 008652    Test Record Number: 3476  
Test Date: 11/10/2020    Test Time: 3:08pm EST

System Check: Passed

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:08pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:08pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

**Analyst**

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County _Yancey_ Instrument Location _Yancey County Jail_

Instrument Serial No. _008653_ _Burnsville, NC_

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the _23_ day of _November_ 2020, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

YANCEY COUNTY YANCEY COUNTY JAIL 990

Serial Number: 008653
Test Date: 11/23/2020

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
Permit Number: 0024-4987
Effective:
09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG018401
Exp Date: 07/02/2022

Test   g/210L Time
DIAG   Pass           12:00pm
AIR BLK .00           12:01pm
ACCY CHK .08          12:01pm
AIR BLK .00           12:02pm
SUB TEST .00          12:03pm
AIR BLK .00           12:04pm
SUB TEST .00          12:05pm
AIR BLK .00           12:06pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

YANCEY COUNTY YANCEY COUNTY JAIL 990

Serial Number: 008653  Test Record Number: 1489  Test Date: 11/23/2020  Test Time: 12:07pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:07pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:07pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

 Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II and
MODEL INTOX EC/IR II (Enhanced with serial number 10,000 or higher)

County Yancey Instrument Location Yancey Co. Jail
Instrument Serial No. 005968 —— Rasorville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial number 10,000 or higher) to be followed at least once every four months are:

1. Verify the ethanol gas canister displays at least 51 pounds per square inch (psi) of pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Run diagnostic program and confirm preventive maintenance status of "Pass"; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19 day of November, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (04/20)
Intox EC/IR-II: Subject Test

YANCEY COUNTY YANCEY COUNTY JAIL 990

Serial Number: 008968
Test Date: 11/19/2020

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Loftis, Benjamin C
Permit Number: 0024-4987
Effective: 09/17/2020-09/17/2022

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG007601
Exp Date: 03/16/2022

Test g/210L Time
DIAG Pass 8:01am
AIR BLK .00 8:01am
ACCCY CHK .08 8:02am
AIR BLK .00 8:03am
SUB TEST .00 8:03am
AIR BLK .00 8:04am
SUB TEST .00 8:06am
AIR BLK .00 8:07am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

YANCEY COUNTY YANCEY COUNTY JAIL 990

Serial Number: 008968    Test Record Number: 314
Test Date: 11/19/2020    Test Time: 8:07am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:07am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:07am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:07am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FL1</td>
<td>Pass</td>
<td>8:08am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:08am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:08am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:08am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:08am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:08am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:08am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:08am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:08am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007